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The measurement of the wavelength of light using speckle is a promising tool for the realization
of compact and precise wavemeters and spectrometers. However, the resolution of these devices is
limited by strong correlations between the speckle patterns produced by closely-spaced wavelengths.
Here, we show how principal component analysis of speckle images provides a route to overcome
this limit. Using this, we demonstrate a compact wavemeter which measures wavelength changes of
a stabilized diode laser of 5.3 am, eight orders of magnitude below the speckle correlation limit.
The scattering of coherent light by a disordered
medium converts the input field’s spatial profile into a
granular speckle pattern. Much research is devoted to
minimizing or removing this effect. However, the pre-
cise speckle pattern produced is strongly dependent on
the properties of both the light field and the scattering
medium. As a result, speckle has been widely used as a
sensor for changes in the scattering medium [1–3]. Alter-
natively, as the coherence of the light field is preserved,
the speckle pattern can be used to gather information
about the incoming beam if the scatterer is fixed in time.
This has been harnessed in focussing, micromanipulation
and imaging through turbid media [4–6] and in measuring
the polarization [7], wavelength [8–18] and modal char-
acter [19, 20] of the light. Precision measurement of the
wavelength of light is fundamental to many fields of sci-
ence, including laser spectroscopy, optical sensing and
telecommunications [21]. The most common spectrome-
ters use diffraction to spatially separate the wavelength
components of light in a one-to-one spectral to spatial
mapping, with the resolution therefore depending on the
separation of diffracting element and detector. This one-
to-one mapping is, however, not a prerequisite for spec-
tral recovery, and tracking wavelength via speckle trans-
lates this measurement into a two dimensional problem,
allowing for both high resolution and large bandwidth in
an intrinsically compact design [18].
A particularly appealing method for generating laser
speckle is a multi-mode optical fiber (MMF), due to
its low cost, ability to transport light over long dis-
tances with minimal losses and small footprint [22].
When coherent light traverses such a fiber, multiple-
scattering and modal interference produce a speckle pat-
tern. The predominant method to measure wavelength
using speckle is via the transmission matrix method
[18]. In brief, a transmission matrix T is first con-
structed by recording the speckle patterns produced for
a set of known wavelengths, where each column of T
contains the intensity pattern produced by a different
wavelength. The MMF is stabilized so that T is time-
invariant. Provided that the wavelengths used to con-
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struct the transmission matrix produced uncorrelated
speckle patterns [10], T can subsequently be used as a
reference from which one can extract the unknown wave-
length that produced a measured speckle pattern. Using
this method, compact spectrometers with an operating
range of ∼ 1µm have been realized [12].
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FIG. 1. The speckle patterns produced by an 18 cm length of
multi-mode fiber vary with wavelength. Strong correlations
are present for wavelength changes within the speckle corre-
lation limit (the HWHM of the correlation curve), which is
∼ 620 pm in our system. The white scale bar is common to
all images and denotes a distance of 2 mm.
The limit to the wavelength resolution, and thus the
accuracy, of this method is the requirement that the
speckle patterns produced by two closely-spaced wave-
lengths (separated by ∆λ) are sufficiently uncorrelated.
The speckle correlation function
C (∆λ) =
〈 〈I (λ, x) I (λ+ ∆λ, x)〉λ
[〈I (λ, x)〉λ 〈I (λ+ ∆λ, x)〉λ]
− 1
〉
x
, (1)
compares the intensity I(λ, x) of images with spatial co-
ordinates x recorded at a range of wavelengths λ, where
〈...〉λ denotes an average over wavelengths and 〈...〉x de-
notes an average over position. The values of C are nor-
malized such that C (0) = 1 [9]. For clarity, we illus-
trate this correlation function in Fig. 1 using the speckle
patterns produced by an 18 cm length of MMF injected
ar
X
iv
:1
90
9.
00
66
6v
1 
 [p
hy
sic
s.o
pti
cs
]  
2 S
ep
 20
19
2by light from an external cavity diode laser tuned be-
tween λ = 775 nm and 785 nm in steps of 0.5 nm. For
large wavelength separations the speckle patterns are
distinct and C ≈ 0. However, for small wavelength
changes the speckle patterns are strongly correlated, i.e.
C ≈ 1. The resolution limit of the transmission matrix
method is called the speckle correlation limit and defined
as the wavelength separation for which C = 0.5, i.e. the
HWHM of the correlation curve [9]. In the absence of
strong mode coupling within the fiber, it scales inversely
with the length of the optical fiber [12, 23–25]. In the
example shown in Fig. 1, the speckle correlation limit is
∼ 620 pm.
Recent work investigating speckle in other, less widely-
used, optical systems has demonstrated wavelength mea-
surements which are well-resolved below the correlation
limit [11, 17], via principal component analysis (PCA).
These measurements may be either of absolute wave-
length or of relative wavelength changes. The reason for
this improvement has thus far not been fully explained
nor placed in context. Here, we show that PCA cir-
cumvents the speckle correlation limit to the wavelength
resolution because it is designed to identify the optimal
basis in which to measure the changes of speckle pat-
terns. We find that this offers not only an advantage in
resolution, but also in separating wavelength-dependent
changes of speckle patterns from those due to environ-
mental changes. We demonstrate for the first time that
the combination of a MMF and PCA can produce a com-
pact, attometer-resolved wavemeter, thereby measuring
wavelength changes eight orders of magnitude below the
speckle correlation limit.
We investigate the attainable resolution of speckle-
based wavelength measurement using a speckle waveme-
ter comprising an 18 cm-long step-index MMF and a fast
CMOS camera (Fig. 2a). The MMF core diameter is
105µm with NA = 0.22 (ThorLabs FG105LCA). Af-
ter exiting the MMF, the light propagates for 5 cm and
is captured by the camera (Mikrotron EoSens 4CXP).
Laser light for testing the speckle wavemeter is gener-
ated by an external cavity diode laser (Toptica DL-100,
LD-0785-P220), which is stabilized to the 87Rb D2 line
(F = 2→ F ′ = 2× 3 crossover) using saturated absorp-
tion spectroscopy and current modulation. To vary the
wavelength of the light, we employ an acousto-optic mod-
ulator (AOM) (Crystal Technologies 3110-120) in a cat-
eye double-pass configuration, with a modulation range
of 20 fm. The wavelength tuning is set by Labview and
passed to an RF function generator as control voltage
VFM . In this letter, all wavelength measurements are
quoted relative to λ0 = 780.212840 nm. The light is
coupled into an angle-cleaved single-mode fiber (SMF)
(ThorLabs P5-780PM-FC-10) to eliminate spatial varia-
tions of the beam. This is connected to the MMF via a
standard mating sleeve (Thorlabs ADAFC1), delivering
300µW of power to the camera.
We use PCA on the images recorded on the camera
to extract the wavelength, as previously detailed in Ref.
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FIG. 2. (a) MMF speckle wavemeter and test setup. An
external cavity diode laser is wavelength-stabilized using sat-
urated absorption spectroscopy of Rb and active feedback to
produce a control voltage Vmod applied to the laser current
driver. The wavelength of the light is subsequently tuned us-
ing an acousto-optic modulator (AOM) as determined by con-
trol voltage VFM . The light is delivered to both the reference
and speckle wavemeters via single-mode optical fiber (SMF).
(b) Speckle (black) and reference (gray circles) wavemeter
measurements for AOM modulation of 2 fm.
[17]. Briefly, a training set of independently-normalized
speckle patterns at a range of known wavelengths is ob-
tained. The principal components (PCs) of the data are
given by the eigenbasis of the covariance matrix of the
training set. There exists a linear relationship between
the value of the first principal component PC1 (i.e. the
eigenvector with largest eigenvalue) and wavelength, with
the proportionality constant determined by the training
set. For a speckle pattern produced by an unknown
wavelength, the wavelength is extracted by projecting
the speckle pattern into the PC-space of the training set.
For wavelength changes above a femtometer, we bench-
marked the speckle wavemeter against a High-Finesse
WS7 wavemeter (Fig. 2b). A sinusoidal wavelength mod-
ulation with 2 fm amplitude was applied at 2.5 Hz using
the AOM. We recorded images of 1024 × 1024 pixels at
100 fps and 2µs exposure. An estimation of the relative
accuracy of the speckle wavemeter and the commercial
wavemeter is provided by the standard deviation of the
residuals between these two measurements, which was
0.28 fm over the 3 s measurement.
Compared to the other scattering media to which PCA
has been applied, the MMF has a relatively low numerical
aperture and supports relatively few transverse optical
modes. This gives rise to a coarse-grained speckle pattern
which is ideally suited to illustrate the underlying mech-
anisms allowing measurements below the speckle correla-
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FIG. 3. The distribution of the pixel-weightings in PC1 (top)
resembles a typical speckle pattern from the training set (mid-
dle). However, mapping the dissimilarity between these (bot-
tom) shows that PCA gives increased weight to low-intensity
pixels near the edges of the speckles.
tion limit, as illustrated in Fig. 3. We find that, after the
training procedure to identify the principal components,
PC1 weighs the contributions of all pixels in the speckle
image, but with added weight applied to low-intensity
pixels at the edges of the speckle grains. This can be
seen when comparing the pixel weightings of PC1 in im-
age space to a typical speckle pattern from the training
set. To highlight this finding, Fig. 3 shows the structural
dissimilarity , i.e. 1 - SSI, where SSI is the structural
similarity index [26]. The dissimilarity takes large val-
ues at the edges of the grains. This is because as the
wavelength changes, the speckles in the pattern move and
change in size. Such intensity variations at the edges of
patterns are well known to be disproportionately sensi-
tive to small changes, and have been well used in, for
example, extraction of sound from silent video [27].
By identifying the optimal basis for wavelength mea-
surements, PCA can be used to improve the stability
of speckle-based wavelength measurement against envi-
ronmental fluctuations which would otherwise disrupt
the wavelength recovery. Using a short MMF gives low
sensitivity to environmental factors including tempera-
ture and vibration [12], and over short timescales no
change in speckle patterns can be seen for a fixed wave-
length. However, when measuring over longer timescales,
the speckle patterns do show sensitivity to the environ-
ment. In Fig. 4a, we show the SSI of speckle images over
6400 s, recorded at 10 fps and 1µs exposure. Through-
out the measurement, the wavelength was modulated by
the AOM at 10 mHz with an amplitude of 1 fm. Track-
ing the changes in speckle through an image-based metric
such as the SSI does capture the 10 mHz modulation, but
with a non-constant amplitude of oscillation and a time-
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FIG. 4. (a) Image-based recovery of the wavelength based
on parameters like structural similarity index are susceptible
to corruption due to coupling between environmental- and
wavelength-dependent variations of the speckle. (b-c) How-
ever, principal component analysis, by identifying the optimal
basis to recover the wavelength, decouples environmental fac-
tors from the wavelength-dependent variations in the speckle.
dependent mean value. The amplitude of the SSI oscil-
lation at 10 mHz varies by one order of magnitude, from
a minimum of 0.08% to a maximum of 0.6%, while the
mean value of the SSI also varies by 5.3%. This implies
a wavelength drift at least 8.8 times larger than the con-
trol modulation. In contrast, evaluating the same speckle
images with PCA shows a separation of the wavelength
modulation and slower drifts in PC1 and PC2 respec-
tively. The amplitude of the oscillations in PC1 (Fig. 4b)
varies by 16%, with a mean wavelength drift of a factor
1.1 times the modulation, consistent with observations
using the reference wavemeter. The remaining changes
in the speckle patterns are instead captured by higher
order PCs. We highlight PC2 in Fig. 4c.
To investigate the resolution of the device, we
subsequently applied wavelength modulations below
femtometer-level to the light using the AOM. The cal-
ibrated modulation signal from Labview VFM (high-
lighted in green in Fig. 2a) was 100 ± 4 am at 6.97 ±
0.03 kHz. We acquired 5,000 frames of 8 × 1024 pix-
els, with 3µs exposure at 48,000 fps. The response
of the speckle wavemeter, shown in Fig. 5a clearly re-
solves this wavelength modulation, but with notable de-
viations from the sinusoidal modulation signal. Each
data point is a measurement of the instantaneous wave-
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FIG. 5. Speckle wavemeter measurement using principal com-
ponent analysis (black) for (a) AOM modulation of 0.1 fm and
(b) no modulation. (c, d) Amplitude spectra of (a, b). (e)
The smallest measured signal component with amplitude of
5.3 am. Green (blue) shows VFM (Vmod). In (b), blue is a
guide-to-the-eye showing the component from the 10.4 kHz
oscillator only.
length, extracted from a single image. However, com-
puting the amplitude spectrum of the complete image
set allows us to illustrate why discrepancies occur be-
tween the control modulation and the response of the
speckle wavemeter, and to test the accuracy and preci-
sion of the wavemeter. The amplitude spectrum (Fig. 5c)
of the speckle wavemeter signal shows a dominant peak
at 6.96 ± 0.01 kHz (which is caused by the control volt-
age) along with additional, smaller, modulation compo-
nents. Using the dominant peak as a benchmark, we de-
termined that the second peak in the spectrum is caused
by an additional sinusoidal wavelength modulation at
10.42±0.01 kHz with an amplitude of 20.7±0.7 am. This
modulation was caused by the external oscillator signal
(dither) used to wavelength-stabilize the laser. We ver-
ified our wavelength measurements against the modula-
tion voltage Vmod (shown in blue in Fig. 2a) applied to
the laser diode current driver (Thorlabs LDC-202B). The
wavelength dependence on Vmod was 53±4 am mV−1, and
the predicted wavelength modulation due to the dither
was therefore 22 ± 3 am. For the benchmarking voltage
measurements, the quoted uncertainties are the combi-
nation of 5% calibration error and the standard error
of five repetitions. The relative accuracy of the speckle
wavemeter is within this errorbar, and the precision of
the speckle wavemeter is on attometer scale.
To further demonstrate attometer-resolved measure-
ments with the speckle wavemeter, we recorded a time-
series with no AOM modulation (Fig. 5b). The ampli-
tude spectrum (Fig. 5d) of the recorded signal shows
wavelength modulations occurring at three distinct fre-
quencies. The largest of these was the dither, which
was used to benchmark the additional modulation com-
ponents. A single tone at a modulation frequency of
5.70 ± 0.02 kHz and a 0.4 kHz-broad, multipeak feature
centered at 12.8 kHz were caused respectively by a noise
component in the lock-in amplifier and the switch-mode
power supply of the photodetector shown in Fig. 2. The
lock-in amplifier circuitry produced a component to Vmod
at 5.7 ± 0.3 kHz with Vpk = 96 ± 3µV, giving a wave-
length modulation of 5.1 ± 0.5 am. This matches the
5.3 ± 0.4 am measurement obtained with the speckle
wavemeter (Fig. 5e). This measurement is well-resolved,
with a peak larger than 10σ, where σ is the standard
deviation of the noise floor. The voltage noise from the
switch-mode supply was added to the photodetector sig-
nal, and thus also to Vmod. The most prominent compo-
nent of this feature had an amplitude of Vpk = 133±4µV,
i.e. a 7.1±0.7 am wavelength modulation. The measure-
ment from the speckle wavemeter was in agreement, at
6.5± 0.7 am.
In conclusion, we have demonstrated wavelength mea-
surements which are well-resolved despite being eight or-
ders of magnitude below the speckle correlation limit,
through the use of PCA. This approach can be used in
tandem with existing transmission matrix methods to
maintain broadband performance. At present the res-
olution is limited by the white noise floor of our experi-
ment, and intriguingly it is invariant for fiber lengths up
to 50 m. A detailed analysis of the limits of PCA will be
the subject of future work, but promisingly the length-
invariance suggests that the approach may suitable for
on-chip integrated photonics. The observation that en-
vironmental and wavelength changes to the speckle pat-
terns are separated between principal components raises
the possibility that, by implementation of an appropri-
ate training process, the speckle wavemeter could be used
as a multi-parameter sensor. Additionally, we will test
whether the approach can be extended from measure-
ments of narrow-linewidth, monochromatic laser light
into a spectrometer capable of measuring multiple wave-
lengths or spectra.
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